Introduction
Breast disease is one of the major issues in women's health today. Early detection of breast cancer is important in reducing mortality rates. Early detection and eradication of malignant tumors at an early stage before metastasize and spread to neighboring areas, can be prevented from threats and problems later. During 2003 During -2007 , the median age of death from breast cancer has been 68 yr. Almost 0.0%, 0.9%, 6.0%, 15.0%, 20.8%, 19.7%, 22.6% and 15.1% of mortality has occurred in the following order, 20 yr, 20-34, 35-44, 45-54, 55-64 , 65-74, 75-84 and above 85 yr (1) . Report submitted shows that 0% detection has been possible in those under the age of 20. While 1.9%, 10.2%, 22.6%, 24.4%, 19.7%, 15.5% and 5.6% of diagnosis has been possible in the inside groups ranging , 34-44, 45-54, 55-64, 65- 74, 75-84 and above 85 yr (1) . Early detection can lead to 85 percent chance of survival (2) . Early detection of breast cancer is one of the most important issues that researchers have always sought. Pathological mechanism of breast cancer is formed in this manner while cancerous cells produce nitric oxide (no) in the proliferative phase (proliferative). The chemicals cause difficulties in neural control, and thus lead to regional artery dilatation in the early stages of cancer cells growth. This angiogenesis causes increment in the local temperature even a few years earlier than tumor formation. Deep lesions can cause changes in skin temperature (3, 4) . Based on the features listed above, this concept means that, some features used in the diagnosis of breast cancer, entail geometric size, location, shape, topology as well as the thermal features.
Because, doctors are interested in the thermal imaging after a long time, which comprise the following: 1) progress done in the technology of infrared cameras; 2) creation of standard rules for thermal imaging; 3) accurate calibration of the camera. Breast Thermography is a potential technique with useful protocol (5) , which has advantages such as noninvasive, non-radiation, passive, quick, painless, inexpensive, and non-contact camera (6) (7) (8) (9) (10) (11) . Breast Thermography is suitable for women of all ages, including pregnant and nursing women and women with dense tissue in their breast (12) . Thermography is the measurement of published heat from different parts of the human body. Infrared imaging is a noninvasive method adopted as a diagnostic tool (13) . Thermogram of a patient provides the distribution of heat in the body. Due to the high metabolic rate and progression of vascular angiogenesis, the cancer cells have a higher temperature than the normal cells around them. Thus, cancer cells in infrared images can be indicated in the form of critical focus. Thermography is better than the method of mammography in predicting breast cancer in its early stages, even when the tumor is at the initial stage of formation. Medical Thermography has become a tool for early warning. Thermal imaging has been used for diagnosis of breast cancer. The effect of early detection is not within the scope of this paper. Techniques and image processing algorithms are the problems of medical applications. One of concerns related to algorithms choice is sensitivity and accuracy. Medical thermography could not progress for a long time because of the dependency on hardware and software fields and limitations concerning existing. Recently hardware limitations have declined with the improvements made in the field of photo detectors and PCs. Limitation of software decreased with the progress made in the analysis of algorithms. All the items listed, indicate the success related to the use of thermal images in medicine (5) . Recently, case studies have been implemented on breast cancer detection in large-scale by thermal imaging, mostly indicate average sensitivity and specificity of 90% (7) . Parametric analysis is not solved in abnormal areas that are hot and cold points. Thermal imaging is employed in diverse medical applications such as breast cancer detection (14) , pain management (15) , and diabetes (16) . Methods are proposed for the analysis of image processing algorithms such as abnormal statistical methods, thermal asymmetric methods and descriptive matching (17) (18) (19) . Although the image processing techniques are important for the analysis of medical thermography, many of these methods are not sensitive enough or delicate algorithms are not applied extensively for independent detection by using of computer. The purpose of this paper is to provide a diagnostic tool by using computer based on thermal model (7) . One of the primary problems for the clustering and detecting breast cancer in thermal imaging is that both of breast areas must first be segmented so that the image processing be performed on it (20) . Since thermal images have diverse formats (small or large, condensation, etc.), separating special area whit high accuracy is very difficult. On the other hand, the extracted area is not accurate enough for the next step. Some papers (21) have used asymmetry of the two regions and moments. In the proposed method, the problem has been fixed and there is no requirement to separate the breast from the beginning. Identification of the correct boundary and image segmentation is one of the most important issues in the utilization of machine vision applications, such as traffic monitoring in urban transport systems (22, 23) , medical applications (24) , video monitoring and target identification in air defense weapons (25) . One problem in computer analysis of the thermal images is that the images should be obtained directly from the patient to avoid encountering with the problems during the analysis of such asymmetry. The method is presented so as to detect early breast cancer in rotated images. It is difficult to separate cancerous tissue in thermal images; the goal of this paper is to solve this problem. The proposed models are the combination of SURF and SIFT which are related to feature extraction. Active contour has been used in the first phase. Whit regard to computer vision; contour models describe the boundaries of shapes within an image. Few papers are in the field of thermography have used active contour method to separate but these are not pertinent to breast cancer. Active contour method has been adopted for segmenting masses on Breast ultrasound images (26) . Active contour model has been presented for Breast Contour Detection (27) . Previous models were not related to infrared image within the scope of breast cancer. And finally in the proposed method, Lyapunov exponent has been used for detecting benign and malignant cancer. Lyapunov exponents are quantities that characterize the average rate of divergence or convergence of two neighboring trajectories in the PS. It can measure the sensitive dependency on the initial conditions (28) .
Materials and Methods
The proposed method requires that body organs in the thermal image be separated into distinct parts. For this purpose, firstly, Limb skeleton study must be segmented from the thermal image. This is the best method for extracting image corners. After Thermogram someone took pictures from a patient, the image must be converted to gray image format using an appropriate threshold, So we can, the main organ extract from image by using of active contour for later analysis. Otsu's technique is adopted to obtain the optimal level of threshold in order to minimize the intra-class variance (29) . Detection of corners has been used in many aspects of image processing and machine vision ( Fig.1 ) . Finding all the corners, measure of the exact position of the corner and robustness of algorithm against noise is resistant to noise, are important in edge detection. By using specific characteristics, simpler picture of the structure of image could be obtained in which important information of image is displayed. The corner is one of the special features widely used in the analysis of sense. Some of the important criteria for detection of corner includes: a) all corners should be detected; b) Anything wrong corner is not found; c) corners should be evident in their exact position; F) The corner detector should be robust against noise (30) (31) (32) (33) . Methods of corner detection including the Curvature, model of corner, peripheral curve. In this paper, using methods based on scale space, the corner position is extracted. Scale space allows the edges of the space with carefully down the space with high accuracy to be examined. This work is done by applying the Gaussian filter with different standard deviation (34) . K is calculated by the following equation (35):
Where:
⨂ , And ⨂ is the convolution operator, g(u, σ) is Gaussian function with standard deviation σ,g u, σ , g u, σ are the first and second derivatives of the Gaussian function respectively. The original algorithms of css are used the following for detecting corner points of an image:
1. Canny edge detector is applied on the image gray levels and a binary edge map obtained. 2. Perimeter of edges is extracted from the map of edge, and distances between places are replenished, T connections are found. 3. The curvature in a large scale (σ high ), is calculated for the environment of each edge. 4. Local maximum points are selected as the point's initial corner points. The absolute size of curvature related to points must be higher than national threshold t and twice as one of local minimum of its neighbors.
5. Following corner points are applied in the largest scale to the smallest scale for improving their posture. 6. Comparison of T-fitting with the other corner and deletion of one corner points that is too close. The scale-related algorithm has been used for finding the corner points and from multi-scale for establishing the corner points. Among corner points of candidate, although some are a local maximum, but most of them will be removed with the help of the local threshold. The Endowment threshold is as follows:
( )
The average value of , was used to display average curvature of covered area of ROS. This area is defined as the minimum of the local curvature adjacent to the next. In general, a good corner must have been the desired angle, in order to be in a specific range. This angle (c i ) can be obtained from the following equation:
In which:
[5]
After this step, the set of candidate points is changed; several iterations must be done for converting the points. Using this criterion, segmented corner points may be removed due to noise and edgy detail and feature points of several sizes remain ( Fig. 2) . Currently methods used for feature extraction in thermal images for analysis, include geometrical features and wavelet moment (36) (37) (38) (39) (40) (41) . To be able to extract features that are resistant to the angle and rotation, the proposed method has been used which combines SURF and CORNER. Initial features are extracted using surf and corner algorithm. The first step is finding the key point. Our proposal is to use SURF descriptor, this descriptor is an extended form of sift, and much more (about 10 times) is faster than SIFT algorithm. SIFT algorithm can calculate the gradient of any area in the size 16 x 16 , then it is normalized , while the SURF algorithm is used by estimating the second order derivative of Gaussian function,convolved in image (42) . Moreover instead of using time con-suming calculations of sift, quick estimate, is used. Although SURF and SIFT have their advantages and disadvantages, But SURF algorithm works based on estimating the gradient of image pixels. Although the nature of the pixels change slightly (due to convolution of Gaussian function), it is desirable in other words, the pixel values remain constant (43, 44) . Sift makes the pyramids of the image for finding the candidate points makes, each layer filters Gauss law with increasing values of sigma and its acquired differences. On the other hand, surf makes use from hessian's matrix for selecting the candidate points with different sizes, as it is used in the hessian Laplace. Dominant angle over feature descriptor vector is obtained, using HAAR-wavelet filters and employing the integral image. Finally, using HAAR-wavelet filters is obtained a feature vector (44) . Implementation steps of surf algorithm are shown on thermal images (Fig .3) . Totally, SURF utilizes a hessian based blob detector to find interest points. The determinant of a hessian matrix expresses the extent of the response and is an expression of the local change around the area (45) . The heart of the SURF detection is non-maximal-suppression of the determinants of the hessian matrices.By determining a unique orientation for an interest point; it is possible to achieve rotational invariance. Finally, the descriptor is normalized, to achieve invariance to contrast those variations that will represent themselves as a linear scaling of the descriptor. The focused points extracted by surf algorithm are shown in Fig. 4 . Asmyd's assessment of the key point's detectors (46) shows that although Harris's detector, is not robust enough to changes scale, it has superior performance compared to the rest of detectors.
Fig. 4: The interest points detected in the infrared image
Harris's detector operates based on the second moment matrix. The second moment matrix is detectSURFFeatures used often for detection of features or to describe the internal structure of the image. This matrix must be adjusted to changes in scale, so it makes in depend of the accuracy and picture clarity. The second moment matrix is defined as follows (47) Local maximum of Harris (R) makes clear the location of the critical point. Harris detector is stable even in the presence of light that can provide same points. Also, Harris's detector can reveal the same points even when there are changes in the angle of view (48, 49) .The output of the Harris's algorithm is shown in Fig. 5 . In the next step, points of interest identified by the surf and corner algorithm, combined and then used to segment cancerous tissue. Features Obtained from the surf and the corner are very important. However, it is possible that some parts of the features obtained from the corner method, are not important. So in the proposed method it is needed that the extracted features are combined together and used in both methods (SURF and SIFT). Initially extracted skeleton is partitionedand thenextracted features from the two methods are combined (Fig.  6 ). As shown in Fig. 6 , Areas 4 and 6 needs to be reviewed, because breast cancer is noticeable in 3, 4, 5 and 6 districts. In addition, because areas 4, 6 are common so next focus will be on this area. The next step requires that the cancerous cancer be segmented from image, done using active contour methods. Active contour models are powerful tools for identifying and tracking images, used extensively in applications of machine vision and image processing. Object detection with the help of active contour models is done based on tracking the boundaries of the target object. In this method, the contour curve is defined by the user or automatically around the target object, used from the extracted features for contour curves in this paper. Then this contour is deformed effected by the energy function, to be adapted with boundaries of target object (50, 51) . Active contour models have been used for the sake of segmenting. Active contour model is a parametric curve in the screen, as follows:
This curve is transformed under the influence of an energy function, and is guided towards the features of interest in an image. Points of contour moves in the space coordinates (x, y), as long as curve is coincided to the favorite features of the desired object. The energy function is defined as follows (52-53) [11] It is best boundaries for contour, which has the lowest energy (Fig. 7) , so finding the boundary of the object, is equivalent to minimizing the energy function of contour.
Fig. 7:
Segmentation by using a parametric active contour model (54) In which internal energy depends on the internal features of the contour such as elasticity rate and curvature, calculated as follows:
The first part of the internal energy causes the contour, act like a spring in order to determine the elastic curve. The second part determines the internal energy curve of the rate of resistance against bending. In the above equation, the coefficients α, β are weighted, which control sensitivity rate of counter against stretching and bending. Energy of image, direct the contour curves to the favorite features and distinct image such as edges, lines, corners and etc. and is calculated as follows (52):
Parameter p is a huge amount of image energy, ∇ indicates the gradient operator. Hence, the total energy of the active contour is defined as follows:
If there is a visual prominent feature (strong edge), energy function guides the contour curve towards the target correctly. Unfortunately in the absence of strong edges, curve of contour becomes diffi-cult to find the target object. For overcoming this problem, the new energy has been used called the Strain energy of color, and is replaced by edge energy in equation 7 (55) (56) (57) .This energy produces a compressive force, and contour is condensed toward the target object (or is expanded). The Pressure energy of color can be defined as following:
Where P is a parameter that determines the magnitude of the pressure energy and is loaded by the user. G is a function, in accordance with Equation 18 as (56):
T is the intensity threshold of image.Considering that most features are in the district 4, therefore the initial active contour should be created in the district 4. The final frontier of active contour, as can be seen in Fig. 8 , is controlled by the corners. Now we can apply the proposed contour on the image . Fig. 9 shows the proposed contour after 100, 130, 200 and 250 iterations. As can be seen in Fig. 9 cancerous tissue has been segmented from the image accurately and suitably. The proposed method enables us to diagnose the structure of the isolated tissue. The detection is performed using Lyapunov exponent test model.By this test it is possible to distinguish accidental from non-accidental time series without statistical distribution. We can express the similarity of data in a time series, so that period of effect data appears to predict the future. This test is described as follows. Suppose we have N observation of a chaotic time series available as follows: X k , k= 1,2,…, N [17] In this case, to obtain the Lyapunov exponent, divided M vectors is initially formed from these time series as follows: [18] Then among these vectors, all pairs of vectors proved in the following equation, Are determined:
Where r is a small positive number and . is the 2-norm, which indicates the distance in Euclidean space. Now with transfer time to the n-step ahead, this distance is computed again, thus: If these vectors are far apart we result that d n is the larger than one Otherwise, smaller than 1. Thus, the largest Lyapunov exponent is calculated as follows: , = ( ; , )
The positive value of L indicates that time series is chaotic and predicted in divergent way. The negative value of L represents a definitive nature for time series and Long-term predictability. So if L accepts positive values close to zero, the system are weakly chaotic and medium-term prediction is possible, but predicted long-term is impossible. Up to now, following steps are done using original image. First distance of center related to the segmented area from it edge is calculated as time series and distance values are written in the same way, Then Lyapunov exponent test is employed. Now by using a test, we can identify the type of tissue.
Results
In this section, the results of the proposed method are compared with mammography results. Assessed Images are from 20 cancerous patients (Fig.  10) . For validating the overall performance of the proposed method, the breast tumor regions obtained by the proposed method were compared with those plotted by the radiologist. Three error metrics were defined: the true-positive ratio (TP), the false-positive ratio (FP) and the false-negative ratio (FN) (60) . Let A a be the pixel set of the ROIs determined by the proposed method and Am be the pixel set of the ROIs determined manually by the radiologist; the three error metrics are calculated as:
When the TP ratio is higher and the FN ratio is lower, more real tumor regions are classified as ''breast lesion'' regions, and when the FP ratio is lower, fewer normal tissue regions are classified as ''breast lesion'' regions. Values obtained include TP= 91.31%, FN=8.69%, FP=7.26%.Lyapunov exponent for the segmented areas results that the rate of chaos for benign case is much less than the malignant cases. In another words, the boundaries of benign case is smoother than the malignant case (Fig. 11) . 
Discussion
Mammography is the most common method of breast imaging. Cancerous masses and calcium deposits appear brighter on the mammogram. Mammography can be considered as the golden standard method for breast cancer detection. Applying mammographic screening is very difficult to detect cancer in the very early stages. Additional screening methods such as the use of Thermograms may help lower the death rate from the breast cancer. Cancerous and pre-cancerous tissues have a higher metabolic rate resulting in the growth of new blood vessels to supply nutrients to the cancerous cells. Consequently, the temperature of the tissue surrounding the pre-cancerous tissue is higher than the other regions. Hence, precancerous and cancerous tissues appear as hot spots in breast thermal images. Breast Thermography is a method providing images of breast thermal patterns. Mammography detects anatomical changes while Thermography detects physiological changes that occur much earlier than anatomical changes. A combination of mammography and Thermography methods can perform better in detecting invasive cancer and multifocal diseases. The keys to obtaining higher accuracy would be (a) high sensitivity imaging to obtain reliable hot spot information related to metabolic activity in the breast, (b) to process Thermogram to isolate these regions from the background, (c) to use a feature extraction algorithm such as the one described here that will capture information about the spatial distribution of these regions while being robust to translation and scale changes and (d) to use a good feature selection, fusion and classification algorithm such as Ad boost. The Features extracted from a collection of images can be used for training and clustering of systems. Many previous studies have used only the difference in temperature between the affected area and normal (asymmetric techniques), for breast cancer detection. Some researchers have suggested that "distribution" of the actual temperature difference between the thermal image and temperature data normalization (ideally) is a better way to detect cancerous areas (58) . Recently, intelligent computers that have features such the support of multimedia and data-mining have assisted the radiologist (59).
Conclusions
Although breast cancer is not a new disease, it has been increased in women to an unprecedented level in the world in recent decades. If it is diagnosed early, it can be treated easily. In previous research, many methods have been proposed to form a mathematical model for pattern classification. In this paper, we presented a method of completely automatic segmentation that can diagnose the breast cancer core in the breast thermal images. This paper drew one combination model of feature extraction related to surf and corner algorithm that are robust. Finally, extracted features are used for detecting breast cancer based on active contour. The proposed model for active contour is able to segment cancerous areas accurately. Experiments show that the proposed method can be reliable and useful. The proposed method can solve problems created in imaging. These problems include undesirable quality of image and cancerous areas segmentation.
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